Cleaning:

- Undo tip of sucker.
- Flush, brush and flush sucker and tip until brush has no visible debris present.
- Use appropriate size brush.
- Ultrasonic clean and flush with clean water.
- Automated washer disinfector (as per manufacturer’s instructions)
- Blow cannulated channel with compressed medical air to remove any water.
- Repeated cleaning is sometimes required.
- Available as a single use item, do not reprocess.